[Method of bench testing an artificial heart].
A procedure for bench trials of the artificial heart (AH), that comes to determining the relationship between the AH performance and the duration of the systole with constant pressure differentials at the in- and outlets of the AH and pulse rate. The results of the AH trials by the proposed procedure are described.